Except for lactate, all sensors show a use-life of Ͼ30 days for measuring 30 whole-blood samples per day. Accuracy is checked with NIST standards, where available, and values reported agree with those of accepted NCCLS Reference Methods, when such exist (see Table 1 ) [7, 8] . References 1. Foos JS, Edelman PG, Flaherty JE, Berger J. Extended use planar sensors. US Patent 5,595,646; 1997. 2. Chan AC. Material for establishing solid state contact for ion selective electrodes. Eur Patent Application 0 643 299 A1; 1994. 3. McCaffrey RR, D'Orazio P, Mason RW, Maley TC, Edelman PG. Clinically useful biosensor membrane development. In: Butterfield DA, ed. Biofunctional membranes. New York: Plenum Publishing, 1996:45-69. 4. NCCLS Document EP7-P. Interference testing in clinical chemistry; proposed guideline. Wayne, PA: NCCLS, 1986. 5. D'Orazio P, Parker B. Interference by the oxidizable pharmaceuticals acetaminophen and dopamine at electrochemical biosensors for blood glucose [Abstract]. Clin Chem 1995;41:S156. 6. D'Orazio P. Interference by thiocyanate on electrochemical biosensors for blood glucose [Letter]. Clin Chem 1996;42:1124. 7. Foos J, Blake D, Degen B, Taggliaferro D. New generation of solid-state sensors for electrochemical measurements: Na ϩ , K ϩ , Ca ϩϩ , CI [Abstract]. Clin Chem 1996;42:S281. 8. Orvedahl D, Chan ADC, Murphy C, Fennyl S, Krouwer J. New generation of solid-state sensors for electrochemical measurements: pO 2 [Abstract]. Clin Chem 1996;42:S282.
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We have observed significant analytical discrepancies (20% to 220%) in digitoxin (Crystodigin; DTN) immunoassay results for 11 serum samples from patients taking digitoxin. We used three methods-HPLC, immunoassay, and liquid chromatography electrospray mass spectrometry (LC/MS)-to investigate the possible sources of these discrepancies. (Top) In the lactate sensor example, a cover membrane with limited diffusion for lactate, but unrestricted diffusion of oxygen, is required. As described above, FC 61 was found to optimally fulfill these requirements and, at the same time, act as an interference-rejecting membrane. To measure the presence and extent of interferences (mostly present as a combination of metabolites and drugs), a correcting electrode is used. Custom inks are used to apply the enzyme. (Middle) Two main components were necessary to be developed for an oxygen sensor to have a use-life of Ͼ30 days: a custom-made cover membrane that allows for rate-limiting oxygen and fast water vapor diffusion, and high-purity metal inks to avoid electrochemical reaction, such as the deposition of materials on the electrodes, which are polarized constantly at Ϫ800 mV. (Bottom) In the potassium sensor used as an example, the solid internal approach shown for a potassium sensor has to fulfill the function of an "internal fill solution" in a conventional three-dimensional electrode. In a planar format, the volume of the MAPTAC/MMA hydrogel layer is ϳ0.2 L, compared with Ͼ100 L in conventional electrodes. Stable offset potentials (Ͻ0.01 mV/min drift) over Ͼ30 days have been achieved. Use-life was defined as meeting all performance specifications with respect to accuracy, precision, and selectivity. This was assessed by comparing performance with commercial systems (e.g., Chiron Diagnostics 860). Planar sensors performed at least equal to the commercial systems for whole blood, serum, and quality-control materials. c Within-run precision in reference interval values in whole blood.
DTN is indicated for treatment of heart failure, atrial flutter, and supraventricular tachycardia [1] . This drug is the most slowly excreted cardiac glycoside, with a halflife of 4 to 10 days [2] . Administration and therapeutic monitoring of DTN are more popular in European countries than in the US. Plasma concentrations of 15-25 g/L are considered therapeutic [3] , and values Ͼ35 g/L have been associated with toxicity in 80% of patients [4] .
Biotransformation of DTN is complex. It is oxidatively cleaved to bisdigitoxoside (bis-DTN) in the liver, catalyzed by a specific cytochrome P-450 enzyme [5] . Further deglycosylation to monodigitoxoside (mono-DTN) and digitoxigenin has been documented in mice, rabbits, and guinea pigs [5] . DTN can be hydroxylated at position 12 to form digoxin. Glucuronidation of mono-DTN and, to a lesser extent, of digitoxigenin to form polar conjugates has also been documented [6] . In isolated guinea pig atria, the positive inotropic actions of DTN and its metabolites have been ranked in order of decreasing activity as follows: mono-DTN, bis-DTN, digoxin, DTN, digitoxigenin [7] .
Discrepant patients' samples had been analyzed by the following immunoassays: ACS:180 ® (Chiron Diagnostics), which utilizes a monoclonal antibody with chemiluminescence detection; TDx ® (Abbott Labs.), which utilizes a polyclonal antibody and fluorescence polarization detection; and DPC (Diagnostic Products Corp.), which uses a polyclonal antibody with RIA technology. Patients' samples had been collected in Germany in accordance with the institutional human studies regulations of that country. All immunoassays had been performed according to their manufacturers' instructions.
Initially, we expected the deglycosylated congeners of digitoxin (i.e., bis-DTN, mono-DTN, and digitoxigenin) to be the sources of discrepancy. Therefore, we hypothesized that variations in serum DTN results by the immunoassays were the result of differential metabolism of DTN to its deglycosylated congeners in patients. Differences in generation of these congeners in patients led to variations in the apparent measured DTN.
We undertook two different approaches (HPLC-immunoassay and LC/MS) to detect and quantify DTN, its deglycosylated congeners, and any similar immunoreactive substance contributing to the differences in results. In the first approach (HPLC-immunoassay), 0.4 -0.7 mL of serum was extracted on a Sep-Pak ® Plus C 18 column (Waters), being eluted with 500 mL/L methanol. After the eluate was evaporated, DTN and metabolites were reconstituted in the HPLC mobile phase (methanol, acetonitrile, and water), and the glycosides were separated on an HPLC system equipped with a 250 ϫ 4.6 mm Microsorb C 18 analytical column (Rainin). Fractions were collected every 30 s (or 1 min) with a Waters Millipore fraction collector, and the mobile phase was evaporated. The residue of each fraction was then reconstituted in DTNfree serum and analyzed by the ACS:180 and TDx DTN immunoassays.
The second approach involved quantification of DTN and congeners by LC/MS on the basis of each analyte's calibration curves. For the LC/MS analysis, 0.5 mL of patient's serum or a calibrator was extracted on 3-mL Supelco C 18 columns with 500 mL/L methanol as the eluant. After evaporation of the solvent, the residue was reconstituted in 150 L of 550 mL/L methanol, and 100 L was injected onto the LC/MS. The calibrators (0, 10, 20, 40, and 80 g/L) for DTN, bis-DTN, and mono-DTN were prepared in pooled DTN-free serum. The LC/MS system was composed of two tandem Nova-Pak ® C 18 columns (160 ϫ 3.9 mm; Waters) installed in a Hewlett-Packard 1100 HPLC operating with a mobile phase of acetonitrile:methanol:water at 25:30:45 (by vol) from 0 to 20 min and changing to methanol alone by 23 min at a rate of 0.85 mL/min. The HPLC effluent was introduced through a post-column splitter (1:10 ratio) into a Hewlett-Packard 5989B mass spectrometer via a Hewlett-Packard 59987A electrospray interface operating in selected positive-ion mode. The mass to charge ratios (m/z) for ions monitored for sodium adducts of DTN, bis-DTN, mono-DTN, and digitoxigenin were 787.98, 657.83, 527.67, and 397.53, respectively. Concentrations of DTN and deglycosylated congeners were calculated from their peak areas as compared with those of the calibration curve for each respective analyte.
The HPLC-immunoassay method was able to separate DTN from its congeners as well as digoxin and its deglycosylated congeners in the same chromatographic run. The retention times (minutes) for these glycosides were as follows: DTN, 67; bis-DTN, 65; mono-DTN, 63; digitoxigenin, 60; digoxin, 57; bis-digoxin, 54; monodigoxin, 47; and digoxigenin, 35. Analyses of HPLC fractions of a serum sample to which 60 g/L DTN, 40 g/L bis-DTN, 20 g/L mono-DTN, and 60 g/L digitoxigenin were added resulted in apparent DTN values of 52, 48, 16, and 27 g/L by the ACS:180 DTN assay, respectively. Analyses of same fractions by the TDx DTN assay resulted in apparent DTN values of 38, 61, 32, and 107 g/L, respectively. Lower recoveries of deglycosylated congeners of DTN by the ACS:180 can be attributed to their lower cross-reactivities in this assay [8] .
Analyses of DTN and congeners by LC/MS resulted in the following elution times (minutes): DTN, 24; bis-DTN, 15; mono-DTN, 11; digitoxigenin, 8.5; and digoxigenin (internal standard), 5. Analyses of 10 and 30 g/L DTN added to drug-free serum resulted in analytical recoveries of 65.4% Ϯ 6.9% and 52.5% Ϯ 5.4% by the LC/MS method. Table 1 shows the results for 11 discrepant serum DTN samples by the immunoassays, the HPLC-immunoassay method, and LC/MS. The extent of the discrepancies (defined as the difference between the ACS:180 and the TDx or DPC RIA results divided by the lowest result and multiplied by 100) ranged from 29% to 220%. Fig. 1 depicts the HPLC-immunoassay chromatogram for specimen 7 in Table 1 . Immunoreactive substances in the early region of this chromatogram (3-5 min) revealed a peak with apparent DTN immunoreactivity of 36 g/L by the ACS:180 and 145 g/L by the TDx digitoxin immunoassay (Fig. 1) . The same substances (possibly "polar metabolites" of DTN) were responsible for discordances in results for samples 8, 10, and 11. Notice that the LC/MS results for DTN concentration in these samples agreed with the immunoreactivity measured for the peak corresponding to DTN (Table 1 ) except for sample number 8. Limitations in sample volume kept us from further investigating the cause of disagreement in DTN results for sample 8 by LC/MS and HPLC-immunoassay.
As the investigation of discrepant samples in this study shows, deglycosylated metabolites of DTN were not the source of discord. However, our data suggest that suspected polar substances may have produced substantial discrepancy in results of at least four of the samples. HPLC chromatographic mobility and immunoreactivity of these substances suggest they may be the polar metabolites of DTN. Castle and Zavecs [9] have reported that purified glucuronide conjugate of mono-DTN from rat liver microsomes had an IC 50 of 5.50 mol/L for inhibition of canine kidney Na ϩ ,K ϩ -ATPase catalytic activity. In the same study, IC 50 values of 0.68 and 0.08 mol/L were reported for DTN and digitoxigenin, respectively. Their data suggested that the glucuronide conjugate of mono-DTN was less biologically active than DTN and digitoxigenin. In a study of 29 different human liver microsomal preparations, the rate of glucuronidation of mono-DTN ranged from 18 to 87 pmol/min per milligram of protein [10] .
We conclude that convergence of immunoassay, HPLC, and mass spectrometry was successful in resolution of discrepancy in DTN results. The deglycosylated congeners of DTN (mono-DTN, bis-DTN, and digitoxigenin) were not detected in serum of patients on DTN therapy and did not contribute to discrepancy in DTN results for samples investigated. Our preliminary data also suggest that suspected polar metabolites of DTN (possibly the conjugates of mono-DTN and others) were the sources of significant discrepancy in immunoassay results for the patients' samples tested. The ACS:180 assay cross-reacted less than the TDx to the polar immunoreactive substances.
We recommend that DTN immunoassays should be evaluated for cross-reactivity of possible polar metabolites of DTN. Structural characterization, clinical significance, and pharmacological activities of these substances should be further investigated. a Values are reported in g/L apparent DTN equivalent. b Polar peak 36 g/L by ACS:180, 146 g/L by TDx DTN assays. c Polar peak 0 g/L by ACS:180, 13 g/L by TDx DTN assays. d Polar peak 0 g/L by ACS:180, 14 g/L by TDx DTN assays. e Polar peak 0 g/L by ACS:180, 10 g/L by TDx DTN assays. Fig. 1 . HPLC-immunoassay analysis of discrepant sample 7 after extraction from 300 L of serum.
In analysis by HPLC, 30-s fractions were collected, the mobile phase was evaporated, and fractions reconstituted in DTN-free serum were analyzed by ACS:180 (F) and TDx FPIA (‚) digitoxin assays. Only fractions eluting in the first 15 min are shown. Note the polar peak eluting at 3-5 min, which measured 36 g/L (ACS:180) and 146 g/L (FPIA) for apparent DTN. DTN in the discrepant sample eluted at 68 -70 min (not shown) and measured 15 g/L by the ACS:180, 7 g/L by the TDx DTN immunoassays.
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